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F1 & F2 KEY
FUNCTIONS

F2 Key F1

F2 Key F2

Auto Off Time

SETUP MENU

Disabled  (default)

15 minutes

30 minutes

45 minutes

1 hour

AUTO OFF TIME

With the Power On, press the F2
key and Power key simultaneously
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